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Laser2 Pulse Energy History

0

2.5

5

7.5

10

12.5

15

17.5

20

22.5

0 10 20

M
ea

n

Ti:S Laser

0

0.01

0.02

0.03

0.04

0.05

0.06

0.07

0.08

0 10 20

M
ea

n

-4000

-3000

-2000

-1000

0

x 10 3

0 10 20
Time (hours)

R
M

S
 (

%
)

-4000

-3000

-2000

-1000

0

x 10 3

0 10 20
Time (hours)

R
M

S
 (

%
)



YLF  Laser

Laser2 FWHM History

0

20

40

60

80

100

120

0 10 20

M
ea

n

Ti:S Laser

0

5

10

15

20

25

0 10 20

M
ea

n

0

1

2

3

4

5

6

0 10 20
Time (hours)

R
M

S

0

0.1

0.2

0.3

0.4

0.5

0.6

0.7

0 10 20
Time (hours)

R
M

S



YLF  Laser

Laser2 Pulse Center History
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