
Fast Dp2 

David BAILLEUX 8 

Slow / Fast JUNE  

Slow Dp2 

11 June: 
New chiller 
Clean fibre 

 Ta chiller stable at 24 C +-0.1 
  Tdiode stable at 31 C +-0.1 
  T Room stable:  Intervention  

(me+Guy on laser room) 
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